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Abstract. In October 2017, the Sentinel-5 Precursor (S5P)
mission was launched, carrying the TROPOspheric Monitor-
ing Instrument (TROPOMI), which provides a daily global
coverage at a spatial resolution as high as 7 km× 3.5 km and
is expected to extend the European atmospheric composition
record initiated with GOME/ERS-2 in 1995, enhancing our
scientific knowledge of atmospheric processes with its un-
precedented spatial resolution. Due to the ongoing need to
understand and monitor the recovery of the ozone layer, as
well as the evolution of tropospheric pollution, total ozone
remains one of the leading species of interest during this mis-
sion.
In this work, the TROPOMI near real time (NRTI) and
offline (OFFL) total ozone column (TOC) products are
presented and compared to daily ground-based quality-
assured Brewer and Dobson TOC measurements deposited
in the World Ozone and Ultraviolet Radiation Data Cen-
tre (WOUDC). Additional comparisons to individual Brewer
measurements from the Canadian Brewer Network and the
European Brewer Network (Eubrewnet) are performed. Fur-
thermore, twilight zenith-sky measurements obtained with
ZSL-DOAS (Zenith Scattered Light Differential Optical Ab-
sorption Spectroscopy) instruments, which form part of
the SAOZ network (Système d’Analyse par Observation
Zénitale), are used for the validation. The quality of the
TROPOMI TOC data is evaluated in terms of the influence
of location, solar zenith angle, viewing angle, season, effec-
tive temperature, surface albedo and clouds. For this pur-
pose, globally distributed ground-based measurements have
been utilized as the background truth. The overall statisti-
cal analysis of the global comparison shows that the mean
bias and the mean standard deviation of the percentage dif-
ference between TROPOMI and ground-based TOC is within
0 –1.5 % and 2.5 %–4.5 %, respectively. The mean bias that
results from the comparisons is well within the S5P prod-
uct requirements, while the mean standard deviation is very
close to those limits, especially considering that the statistics
shown here originate both from the satellite and the ground-
based measurements.
Additionally, the TROPOMI OFFL and NRTI products
are evaluated against already known spaceborne sensors,
namely, the Ozone Mapping Profiler Suite, on board the
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Suomi National Polar-orbiting Partnership (OMPS/Suomi-
NPP), NASA v2 TOCs, and the Global Ozone Moni-
toring Experiment 2 (GOME-2), on board the Metop-
A (GOME-2/Metop-A) and Metop-B (GOME-2/Metop-B)
satellites. This analysis shows a very good agreement for
both TROPOMI products with well-established instruments,
with the absolute differences in mean bias and mean standard
deviation being below +0.7 % and 1 %, respectively. These
results assure the scientific community of the good quality
of the TROPOMI TOC products during its first year of op-
eration and enhance the already prevalent expectation that
TROPOMI/S5P will play a very significant role in the conti-
nuity of ozone monitoring from space.
1 Introduction
Spaceborne observations of the total ozone content of the at-
mosphere began in the early 1970s with the Backscatter Ul-
traViolet (BUV) instrument on board the National Aeronau-
tics and Space Administration’s (NASA) satellite Nimbus-4,
followed by a continuous series of sensors up to the NOAA
19 SBUV/2, which has been in orbit and operational since
2009 (e.g., Bhartia et al., 2013). Similarly, the Total Ozone
Mapping Spectrometer (TOMS) has flown consecutively, on
Nimbus-7 in 1979, Meteor-3 in 1994 and on Earth Probe
in 1996, while the Ozone Monitoring Instrument (OMI) is
still active following its launch in 2004, alongside the Suomi
NPP OMPS, launched in 2011. The GOME-2 suite of in-
struments (on EUMETSAT Metop-A in 2007, Metop-B in
2013 and Metop-C in 2018) continues to monitor the ozone
layer as well as numerous other species in the UV–VIS part
of the spectrum (for, e.g., Hassinen et al., 2016; Flynn et al.,
2009; Levelt et al., 2018). While nearly 50 years of satellite
total ozone column (TOC) observations exist, continuously
observing this major atmospheric species still forms the cor-
nerstone of all atmospheric science missions.
The TROPOspheric Monitoring Instrument (TROPOMI),
is the satellite sensor on board of the Copernicus Sentinel-
5 Precursor (S5P) satellite, which is the first of the
atmospheric-composition Sentinels. It was successfully
launched in October 2017 and has a projected nominal mis-
sion lifetime of 7 years (Veefkind et al., 2012, 2018). The
Sentinel-5P mission is implemented as part of the Coper-
nicus Programme, the European Programme for the estab-
lishment of a European capacity for Earth Observation. The
Sentinel-5P mission consists of a single-payload satellite in
a low Earth orbit. TROPOMI has a local equatorial overpass
time of 13:30 UTC, a ground pixel size of 3.5 km× 7 km for
TOCs and all major atmospheric gases retrieved from the
UV–VIS, a swath of 2600 km, and daily global coverage with
∼ 14 orbits per day. The TROPOMI instrument and its pre-
launch calibration techniques are thoroughly described by
Kleipool et al. (2018).
The mission products are disseminated to both operational
users, such as the Copernicus services, National Numeri-
cal Weather Prediction Centres, value-adding industry and,
naturally, the scientific community. Some studies utilizing
TROPOMI data have highlighted its high spatial resolution
and spectral accuracy for various species, e.g., nitrogen diox-
ide (Griffin et al., 2019), sulfur dioxide (Theys et al., 2019),
carbon monoxide (Borsdorff et al., 2018), methane (Hu et al.,
2018) and solar-induced chlorophyll fluorescence (Köehler
et al., 2018), to name a few. With respect to TOCs, Inness et
al., 2019, show the first global maps for 1 year of TROPOMI
observations, as well as the first efforts to assimilate the
TOCs into the operational data assimilation system of the
Copernicus Atmosphere Monitoring Service (CAMS).
The aim of this work is to fully characterize the TOC
product from the TROPOspheric Monitoring Instrument
(TROPOMI) on board the Sentinel-5 Precursor (S5P) satel-
lite regarding biases, random differences and long-term sta-
bility with respect to ground-based TOC observations. In this
context, the accuracy and long-term stability of TROPOMI
TOC against product requirements will be verified via com-
parisons to both ground-based and other, already established,
spaceborne missions.
2 Level 2 total ozone columns: data description
2.1 TROPOMI/S5P TOC products
The TOC products validated in this work and the respec-
tive algorithms are described in the following sections. The
TROPOMI dataset used here spans the time period from its
launch in October 2017, until 30 November 2018, hence a
full year of operation is covered, including the commission-
ing phase “E1” that concluded at the end of April 2018. This
phase started immediately after the initial switch-on and ac-
quisition of nominal orbit characteristics, in order to perform
functional checking of the end-to-end system on board the
Sentinel-5P, as well as engineering calibration and geophys-
ical validation of the first observations.
2.1.1 The NRTI TOC product
According to the TROPOMI near real time (NRTI) require-
ments, the NRTI data should be available within 3 h af-
ter the measurements. The Differential Optical Absorption
Spectroscopy (DOAS) TOC retrieval (Loyola et al., 2019a)
can face this requirement and is based on the GOME-2
data processor (GDP) version 4.x algorithm originally devel-
oped for GOME (Van Roozendael et al., 2006), adapted to
SCIAMACHY (Lerot et al., 2009) and further improved for
GOME-2 (Loyola et al., 2011; Hao et al., 2014). The DOAS
retrieval calculates ozone slant column densities (SCDs)
from the sun normalized radiances. To convert the SCDs
to TOCs, an air mass factor (AMF) is calculated based on
a priori ozone profiles taken from a column-based clima-
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tology (McPeters et al., 2012). Because the AMF depends
on the TOC, the process is iterated until the changes in the
TOC reach a predefined minimum. Compared to the afore-
mentioned GDP 4.x algorithm, the TROPOMI algorithm was
updated in several important aspects. For the AMF calcula-
tion, the clouds are treated as scattering layers (Loyola et al.,
2018), which was shown to be more precise compared to the
previously used reflecting boundary consideration. The AMF
is calculated for 328.2 nm instead of 325.5 nm, which has
been shown to lead to smaller systematic errors for a larger
range of geophysical conditions and at extreme solar zenith
angles (SZAs) in particular. The surface reflectivity is taken
from the Kleipool et al. (2008) monthly climatology based
on OMI data with a resolution of 0.5◦× 0.5◦. The 328 nm
minimum Lambertian-equivalent reflectivity (LER) from the
climatology shows some clear artificial structures in the po-
lar regions; therefore, we replaced it with the median and
interpolated linearly between 70 and 50◦. The tropospheric
ozone variability is now represented in the a priori profile by
including a tropospheric climatology (Ziemke et al., 2011).
During the retrieval, striping structures of the order of +1 %
to +1.5 % were found in the TOC, and a correction factor
is also applied. A typical striping structure was extracted by
averaging the total ozone columns in the tropics (15◦ S to
15◦ N) for January to April 2018 for each row individually
and normalizing by the mean of all rows. For destriping, the
TOC values are hence multiplied by an array of 450 num-
bers (corresponding to the TROPOMI charge-coupled de-
vice, CCD rows) between 0.99 and 1.015. For the time se-
ries presented in this work, an update of the destriping factor
has not been deemed necessary. More details on the destrip-
ing, including a graph of the correction array, are given in
the Algorithm Theoretical Basis Document (ATBD) (Heue
et al., 2019). The destriping factor is applied to the NRTI to-
tal ozone columns only.
According to the user guidelines given by the respective
S5P Mission Performance Centre product readme file (PRF)
(Heue et al., 2018), to assure the quality of the NRTI data, the
following quality checks are used to remove any outliers of
the TROPOMI TOC data. Data are only used if the following
conditions are met:
– the TOC value is positive but less than 1008.52 DU,
– the respective ozone effective temperature variable is
greater than 180 K but less than 280 K,
– the fitted root-mean-square variable is less than 0.01.
NRTI data are available through the Sentinel-5P Pre-
Operations Data Hub (https://s5phub.copernicus.eu/, last ac-
cess: 6 September 2019) and the time periods and processor
versions used in this work are listed in Table 1.
2.1.2 The OFFL TOC product
For the offline (OFFL) TOC product other requirements were
defined: the required accuracy is higher, but the time require-
ment is more relaxed (14 d after the measurements). To be
consistent with the ECMWF C3S-ozone dataset, it was de-
cided to use the GODFIT (GOME-type Direct FITting) al-
gorithm for the total ozone column offline retrieval.
The TROPOMI OFFL TOC product relies on the opera-
tional implementation of the GODFIT v4 algorithm, which
is a direct-fitting algorithm developed to retrieve, in one
step, total ozone columns from satellite nadir-viewing in-
struments. Simulated radiances in the Huggins bands (fitting
window: 325–335 nm) are directly adjusted to the observa-
tions by varying a number of key parameters describing the
atmosphere. In particular, the state vector includes, among
others, the total ozone, the effective scene albedo and the ef-
fective temperature. This approach, more physically sound
than the usual DOAS technique, provides more accurate re-
trievals in extreme geophysical conditions (large ozone op-
tical depths). GODFIT v4 is also the baseline to produce
the Copernicus C3S and ESA CCI climate data records from
the different sensors GOME, SCIAMACHY, GOME-2A and
GOME-2B, OMI, and OMPS. More details on the algorithm
and on the quality of the datasets can be found in Lerot et
al. (2014) and Garane et al. (2018).
OFFL TOC data are available through the Sentinel-
5P Expert Users Data Hub (https://s5pexp.copernicus.eu/,
last access: 6 September 2019) and the Sentinel-5P Pre-
Operations Data Hub (https://s5phub.copernicus.eu/, last ac-
cess: 6 September 2019), and the datasets used here are
listed in Table 1. The data filtering was applied following the
recommendations of the S5P Mission Performance Centre
readme document for the OFFL total ozone product (Lerot
et al., 2018), keeping data only if all of the following criteria
are met:
– the TOC value is positive but less than 1008.52 DU,
– the respective ozone effective temperature variable is
greater than 180 K but less than 260 K,
– the ring scale factor variable is positive but less than
0.15,
– the effective albedo is greater than −0.5 but less than
1.5.
2.2 Ground-based measurements
The validation of the NRTI and the OFFL products was
performed using both direct-sun (DS) measurements from
Dobson and Brewer UV spectrophotometers, as well as
zenith-sky scattered-light measurements obtained with ZSL-
DOAS (Zenith Scattered Light Differential Optical Absorp-
tion Spectroscopy) instruments. It should be noted that
zenith-sky measurements are also obtained from Brewers and
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Table 1. The TROPOMI/S5P NRTI and OFFL TOC datasets used in this work.
Data availability
TOC product Processor version From Until
RPRO (NRTI) v.010000 7 November 2017, orbit 00354 3 May 2018, orbit 02874
NRTI v.010000 9 May 2018, orbit 02955 18 July 2018, orbit 03943
v.010101 18 July 2018, orbit 03947 8 August 2018, orbit 04244
v.010102 8 August 2018, orbit 04245 30 November 2018, orbit 05869
RPRO (OFFL) v.010102 10 November 2017, orbit 00354 15 April 2018, orbit 02609
v.010105 15 April 2018, orbit 02610 28 November 2018, orbit 05832
Dobsons, but an advanced processing is required to match
the quality of DS observations (e.g., Fioletov et al., 2011),
which is not available at a large set of stations. Moreover,
even with such processing, these measurements still show
shortcomings in very cloudy conditions (low light) and at
high AMF. As such, they provide little additional value in the
current context. Brewer and Dobson TOC direct-sun ground-
based measurements have been used for many years now
as a solid means of comparison, analysis and validation of
satellite data. Past publications that have used these kinds
of measurements include Balis et al. (2007a, b), Fioletov et
al. (2008), Antón et al. (2009), Loyola et al. (2011), Koukouli
et al. (2012, 2015a), Labow et al. (2013), Bak et al. (2015),
Garane et al. (2018), etc. The instrumentation and the mea-
surement principles are thoroughly described in Koukouli et
al. (2015a), Verhoelst et al. (2015), Garane et al. (2018) and
in references therein.
Daily means of TOC measured by Brewer (Kerr et al.,
1981, 1988, 2010) and Dobson (Basher, 1982) spectropho-
tometers, deposited to the WOUDC (World Ozone Ultravio-
let Radiation Data Center) archive (http://www.woudc.org,
last access: 6 September 2019), were used. Additionally,
individual Brewer TOC measurements are used, acquired
from (a) the European Brewer Network (Eubrewnet, Rim-
mer et al., 2018, http://rbcce.aemet.es/eubrewnet/, last ac-
cess: 6 September 2019) and (b) the Canadian Brewer Net-
work (http://exp-studies.tor.ec.gc.ca/, last access: 6 Septem-
ber 2019). The advantage of the two latter networks is that the
Brewer measurements are processed by the same algorithm,
which creates a “common ground” among the stations. The
Eubrewnet network consists of 46 stations, mainly in Europe
and South America but also in North America, Greenland,
North Africa, Singapore and Australia. After quality control
(QC) of their measurements, some Brewers were excluded
from the validation datasets, while others did not have avail-
able measurements for the time period of interest, leaving the
network with 25 Brewers. The Canadian Brewer Network is
comprised of eight sites, plus Mauna Loa, Hawaii (MLO),
and South Pole (SPO) observatories where Brewers are oper-
ated jointly with NOAA. Every site (except SPO) has at least
two Brewers, including one double spectrometer, while each
Arctic site has three Brewers. Due to very low stray light,
double Brewers produce reliable ozone measurements when
the sun is low above the horizon (air mass values up to of
7 at SPO and 5 at all other sites). All Canadian Brewers are
calibrated against the World Brewer Calibration Centre (the
Brewer triad), located in Toronto (Fioletov et al., 2005).
As discussed by Garane et al. (2018), Dobson TOC mea-
surements are affected by a well-known dependency on the
stratospheric effective temperature, which has already been
seen numerous times in satellite TOC validation studies (for,
e.g., Kerr et al., 1988; Kerr, 2002; Bernhard et al., 2005; Scar-
nato et al., 2009; Koukouli et al., 2016). Hence, when the as-
sumed stratospheric temperature deviates strongly from what
is assumed by the algorithms, which is a phenomenon usu-
ally occurring during winter months, the differences between
ground and satellite measurements increase (see the recent
work of Koukouli et al. (2016), and discussion therein, on
this topic). For the case of the validation of the ESA GOD-
FIT v4 long-term satellite record, the expected global mean
difference between the two types of instruments (Brewer and
Dobson) was found to be about 0.6 % (Garane et al., 2018).
TROPOMI TOC measurements were also validated
against ZSL-DOAS measurements from 13 instruments that
constitute part of the SAOZ network (Système d’Analyse
par Observation Zénitale; Pommereau and Goutail, 1988) of
the Network for the Detection of Atmospheric Composition
Change (NDACC, http://www.ndaccdemo.org/, last access:
6 September 2019). For applications where processed mea-
surements are needed as soon as possible, such as this val-
idation of the recently launched TROPOMI instrument, the
Laboratoire ATmosphères Milieu Observations Spatiales real
time facility provides a first processing of the SAOZ mea-
surements within a week of the actual observation. This data
are called LATMOS_RT and are used here. In the context
of satellite validation, the SAOZ measurements are comple-
mentary to the Brewer and Dobson measurements for sev-
eral reasons: (a) they use spectral features of the visible
Chappuis band, where the ozone differential absorption cross
sections are temperature insensitive, (b) the long horizontal
stratospheric optical path allows measurements of the col-
umn above cloudy scenes, and (c) measurements are always
performed in the same small SZA range (86–91◦). For fur-
ther details on the measurement procedures we refer to Balis
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et al. (2007a), Verhoelst et al. (2015), Garane et al. (2018)
and references therein. Additional information on the spe-
cific collocation approach, taking into account the actual area
of measurement sensitivity, is given in Sect. 2.4.
The uncertainty of the Dobson ground-based instruments
is estimated by Van Roozendael et al. (1998) to be approxi-
mately 1 % for direct-sun observations under cloudless skies
and 2 %–3 % for zenith-sky or cloudy observations. The re-
spective uncertainty budget for a Brewer spectrophotometer
is about 1 % (e.g., Kerr et al., 1988, 2010). Note that instru-
ment uncertainties vary from site to site depending on the
instrument state, calibration history and other factors (Fiole-
tov et al., 2004). According to Hendrick et al. (2011), the to-
tal uncertainty of the SAOZ measurements is of the order of
6 %, which contains the systematic uncertainty of the absorp-
tion cross sections (3 %). The random uncertainty of SAOZ
spectral analysis is less than 2 %, going up to 3.3 % when the
random uncertainty on the air mass factor, mainly impacted
by clouds, is added (Hendrick et al., 2011).
Another, possibly important, source of bias between the
different datasets discussed in this paper is the use of dif-
ferent ozone absorption cross section coefficients; while the
Dobson and Brewer TOC algorithms are based on the tra-
ditional Bass and Paur (1985; BP) ozone absorption cross
sections, the TROPOMI NRTI TOCs are extracted using
the so-called “Brion–Daumont–Malicet” (BDM) cross sec-
tions (Daumont et al., 1992; Malicet et al., 1995; Brion
et al., 1998), whereas the TROPOMI OFFL TOCs using
the more recent Serdyuchenko et al. (2014), henceforth
Serdyuchenko, coefficients. It has already been shown that,
for the Brewer wavelengths, the replacement of the BP with
the Serdyuchenko cross sections would cause a minimal re-
duction of the extracted Brewer TOCs of less than 1 %,
whereas a replacement with the BDM would result in a re-
duction of the nominal TOC by about 3 % (see Fragkos et al.,
2013; Redondas et al., 2014). For the Dobson wavelengths,
the calculated TOC changes by +1 %, with little variation
depending on which of the aforementioned cross sections is
used (see Redondas et al., 2014; Orphal et al., 2016). These
findings illustrate the current uncertainty associated with the
use of different ozone cross section measurements between
platforms and should be considered when examining biases
between the different TROPOMI TOC algorithms validated
against the Brewer and Dobson observations.
The lists of the stations used in this validation work for
each instrument and database category are displayed in Ta-
bles S1–S5 in the Supplement. In Fig. S1 the respective maps
show the very good geographical coverage of the Earth by the
ground-based measurement sites used herein. Specifically, in
Fig. S1a the WOUDC Network is shown, in Fig. S1b and
c the two Brewer networks (Eubrewnet and Canadian) are
shown, and in Fig. S1d the SAOZ stations are displayed. It
should be noted that when Brewer ground-based (GB) mea-
surements from WOUDC are used, only the Northern Hemi-
sphere co-locations are considered because of the limited
number and poor spatial distribution of stations with Brewer
instruments in the Southern Hemisphere (SH).
2.3 Investigation in the spatial and temporal
co-location criteria for direct-sun instruments
After the generation of TROPOMI overpass files for each
station including all relevant parameters for each measure-
ment (date, time, spatial coordinates, solar zenith angle, er-
ror, cloud cover, cloud height, ghost column, etc.), a co-
location methodology, similar to the one described in Garane
et al. (2018), is applied using direct-sun GB measurements
from Dobson and Brewers for the comparisons. One ma-
jor difference compared to previous validation publications,
such as Koukouli et al. (2015a) and Garane et al. (2018), is
the maximum distance permitted between the direct-sun in-
struments’ coordinates and the projection of the satellite’s
central pixel on the Earth’s surface, which hereafter will be
referred to as the “search radius of the co-location”. Due to
the unique, high spatial resolution of the TROPOMI obser-
vations, it is apparent that the 150 km maximum distance co-
location criterion should be significantly decreased.
Figure 1 investigates the effect of different co-location
search radii on the percentage differences between GB and
satellite measurements. OFFL TOC from TROPOMI and
nine Brewer GB stations from the Canadian Brewer Net-
work are shown to demonstrate the dependency of the mean
percentage difference (Fig. 1a) and its standard deviation
(Fig. 1b) on the spatial criterion chosen. It can be noted that
the mean difference for each site (in different colors) remains
almost stable when increasing the co-location radius. How-
ever, this is not the case for the respective standard deviation,
which increases with distance between the satellite pixel and
ground-based station location. This testifies that the radius
of co-location used in TROPOMI TOC validation exercises
should be as small as possible to ensure that the same air
parcels are compared, while at the same time reserving a suf-
ficient amount of co-location points, as was already demon-
strated for GOME-2 by Verhoelst et al. (2015; their Fig. 11).
Investigating the optimal solution for the distance cri-
terion, the closest distance between the projection of the
TROPOMI’s central pixel and the station’s location for all
the available co-locations of each GB station were studied.
The dataset for this investigation consisted only of the closest
co-locations found within 50 km for each satellite orbit and
its statistical analysis showed that the median of the clos-
est distance spans between 2 and 3 km, while its 75th per-
centile goes up to 4 km. However, we decided to keep the
co-location criterion for the validation at 10 km, since no ob-
vious increase in variability was found for the 10 km distance
(Fig. 1) but mainly to ensure that the number of co-locations
is high enough to have statistically significant results.
It should be noted that when investigating the closest co-
location distance it was also seen that, for each S5P CCD
pixel, only 3 % of the total co-locations had a closest dis-
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Figure 1. The percentage difference (a) and the standard deviation (b) of the TROPOMI OFFL TOC compared to GB measurements versus
the co-location search radius (in km) for nine Brewer stations of the Canadian Brewer Network (see Table S4 in the Supplement for details
on these stations).
Figure 2. The effect of the temporal variability of the sensing be-
tween satellite and ground-based measurements. The mean bias and
the standard error (blue data points with error bars) for comparisons
at Hobart station, Australia, remain almost invariable for temporal
differences greater than 40 min. The red squares represent the num-
ber of co-locations in each case.
tance of 10–50 km. Out of those, almost 90 % were assigned
to CCD pixels number 3 and 450, due to geometry reasons,
i.e., the periodical capturing of some stations by the edges of
the orbit’s swath. As it is thoroughly explained in the OFFL
and NRTI S5P Mission Performance Centre (MPC) product
readme files (Heue et al., 2018; Lerot et al., 2018), no data
from CCD pixels 1 and 2 are available, due to the lack of
cloud information. As it is reported, this is caused by a mis-
alignment of Band 3, used for the total ozone retrievals (450
pixels per scan line), and Band 6, used for deriving the cloud
altitude information (448 pixels per scan line), which led to
the application of a shift of two detector pixels between the
two bands. Therefore, due to the lack of cloud information
for the first two pixels, the respective data could not be ana-
lyzed.
Daily values of TOC retrieved from the WOUDC and
the NDACC databases were widely used in previous stud-
ies for GOME2/Metop (Koukouli et al., 2015a), IASI/Metop
(Boynard et al., 2018), OMI/Aura (Garane et al., 2018), and
SBUV/NOAA (Labow et al., 2013) data validation. In addi-
tion to daily values, individual GB measurements from Eu-
brewnet and the Canadian Brewer Network are also used in
this study. Thus, the effect of the time difference of the sens-
ing between satellite and ground-based measurements had to
be investigated. For this purpose, the mean percentage differ-
ences were computed for all co-located measurements with
maximum temporal differences (1tmax) varying between 5
and 60 min, keeping the search radius limit to 10 km. An ex-
ample is presented in Fig. 2 for a middle latitude Eubrewnet
station (Hobart, Australia, 42.9◦ S, 147.3◦ E), showing the
mean and the standard error of the comparisons versus the
1tmax (blue data points with error bars). In this figure it
was chosen to show the standard error instead of the stan-
dard deviation to take into account the effect of the num-
ber of co-locations for each case. The standard error of the
mean decreases for temporal differences up to 40 min and af-
ter that the decrease is almost indistinguishable, even though
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Figure 3. The time series of the comparisons between TROPOMI and GB TOC measured at Manchester, UK. Blue circles: individual GB
measurements with temporal maximum difference of 40 min from the TROPOMI measurements (Eubrewnet) are used. Red dots: TROPOMI
compared to daily means of the GB measurements (WOUDC). Both data sets refer to the same time period.
Figure 4. Estimated horizontal extension of the ozone air mass
probed by the zenith-sky UV–VIS spectrometer from 70 to 92◦
SZA (calculation based on SAOZ settings in the Chappuis band
at 550 nm). The shaded area shows the air mass extension during
the twilight period. Reproduced from Lambert and Vandenbussche
(2011).
the number of co-locations (displayed with the red squares)
increases dramatically with 1t. The same conclusion was
reached for all GB stations that were studied. Hence, it was
decided that the temporal criterion applied to the individual
measurements is to keep all co-locations within 40 min to
ensure the reduction of the GB measurements’ uncertainties
and at the same time to have enough co-location points for
statistically significant validation efforts.
The use of the quite strict spatial criterion of 10 km might
seem contradictory compared to the rather relaxed crite-
rion of 40 min temporal difference. However, we found this
was the best option, especially for the high-altitude stations,
where we need a strict spatial constraint to avoid biases due
to the missing column, and the only way to have enough co-
locations is to keep the temporal constraint moderate. The
comparison between TROPOMI OFFL TOC and the Brewer
GB measurements is presented in Fig. 3 for the example of
the station in Manchester, UK, utilizing these coincident cri-
teria. The blue open circles represent the comparisons of the
satellite data to the individual measurements of the particular
site (downloaded from Eubrewnet) with a maximum tempo-
ral difference of 40 min, while the red dots stand for the re-
spective GB daily data acquired through the WOUDC repos-
itory. All co-locations included in the plot have a maximum
search radius of 10 km and refer to the same time period
of operation. In both cases, the mean bias is negative, even
though it is different by 0.7 %, but the standard deviation of
the mean is only slightly different between the two data se-
ries, which proves that even when daily means are used for
the TROPOMI validation, the statistical results of the com-
parison are equally reliable.
2.4 The SAOZ co-location scheme
Comparing TROPOMI to twilight SAOZ measurements is
complicated not only by the different measurement times
(TROPOMI overpass time versus the time of sunrise or sun-
set) but also by the large difference in horizontal resolution.
It is well known that the air mass to which a twilight SAOZ
measurement is sensitive spans many hundreds of kilometers
towards the rising or setting sun (e.g., Solomon et al., 1987).
Our co-location scheme takes this into account by averaging
all TROPOMI pixels of a temporally co-located orbit (maxi-
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Figure 5. Illustration of the co-location procedure for TROPOMI versus SAOZ measurements, in this case for a sunset SAOZ measurement
at the Observatoire de Haute Provence (France) in local spring. The red disk marks the instrument location. The black polygon is the
observation operator, i.e., the parameterized extent of the actual twilight measurement sensitivity. The gray background is the TOC measured
in a temporally co-located TROPOMI orbit (no. 2456) and the colored pixels are those that fall within the observation operator, i.e., those
that are averaged before being compared to the SAOZ measurement.
mum allowed time difference of 12 h) within a so-called ob-
servation operator.
This 2-D polygon is a parametrization of the actual extent
of the air mass to which the SAOZ measurement is sensitive.
Its horizontal dimensions were derived using a ray-tracing
code, mapping the 90 % inter-percentile of the total vertical
column to a projection on the ground (Fig. 4), and then pa-
rameterizing it as a function of the solar zenith angle and
azimuth angle during the twilight measurement, where the
SZA during a nominal single measurement sequence is as-
sumed to range from 87 to 91◦ (at the location of the station).
Note that the station location is not part of the area of actual
measurement sensitivity.
The average TROPOMI measurement over this observa-
tion operator can then be compared to the ozone column mea-
sured by the SAOZ instrument. An illustration of one such
co-location is presented in Fig. 5. Note that at polar sites,
the above-mentioned SZA range may not be covered entirely,
in which case the observation operator is limited to noon or
midnight depending on the circumstances (sunrise or sunset,
close to polar day or polar night). For more details, we re-
fer to Lambert and Vandenbussche (2011) and Verhoelst et
al. (2015).
3 Validation of the NRTI and OFFL TOC
After having all the necessary co-location criteria deter-
mined, the validation of 1 full year of available satellite
data is discussed in this section. Specifically, the TROPOMI
TOC OFFL and NRTI products are validated via the statis-
tical analysis of their comparisons to all the aforementioned
GB instruments. Emphasis will be given to the quantification
of biases, seasonal and/or spatial dependences, instrument
mode and/or geometry dependences (SZA, scan mode, etc.),
dependences on atmospheric conditions such as cloud pa-
rameters, effective temperature, and ground albedo. Finally,
the TROPOMI TOCs will also be evaluated against the prod-
uct requirements.
In Fig. 6, the time series of the monthly mean percent-
age differences of the two TROPOMI TOC products com-
pared to Dobson and Brewer measurements from WOUDC
(Fig. 6a, b and e), as well as to SAOZ instruments (Fig. 6c
and d), are shown. In this figure and in those that follow in
this section (unless stated otherwise) (i) the error bars rep-
resent the 1σ standard deviation of the mean differences;
(ii) the red line represents the NRTI product, while the blue
line stands for the OFFL comparisons; and (iii) the off-white
and gray shaded areas represent the product requirements,
which, as mentioned above, are 3.5 %–5 % for the mean bias
of the differences. The two hemispheres are separately de-
picted in Fig. 6: the Northern Hemisphere (NH) comparisons
are shown in the left column, while the Southern Hemisphere
(SH) is shown in the right column. The mean bias spans be-
tween +0.3 % and +1.7 % in the NH and between −0.7 and
+1.6 % in the SH. Comparing the two products to each other,
the bias of the NRTI TOC product is about 0.7 % higher than
that of the OFFL product, but it is well within the prod-
uct requirements (3.5 %–5 %). This difference in the mean
bias may be partially explained by the different cross sec-
tions used for the TOC retrievals by the two algorithms. The
standard deviation of the TOC products comparisons in both
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Figure 6. The monthly mean time series of the NRTI (red line) and the OFFL (blue line) TOC products of TROPOMI compared to Dobson
GB measurements for the NH (a) and the SH (b), SAOZ instruments (c: NH, d: SH), and Brewer measurements for the NH only (e). The
error bars represent the 1σ standard deviations of the monthly mean percentage differences. (f) The overall statistics of percentage differences
between the two TOC products to the Brewer GB measurements are shown.
hemispheres spans between 2.4 % and 4.6 %, but it should
be noted that this percentage also includes the GB measure-
ments’ uncertainty. The peak-to-peak seasonal variation in
the NH Brewer comparisons is about 1.5 % but increases to
3.5 % for the NH Dobson co-locations. The seasonality of the
time series, as expected, is enhanced in the Dobson compar-
isons in both hemispheres due to the well-known GB mea-
surements’ bias dependency on effective temperature.
Overall, the consistency between the two products is very
good, except for the deviation in the Dobson NH compar-
isons (Fig. 6a) during the months March–June 2018. This
discrepancy was thoroughly investigated and it was seen that
it is due to the contribution of the high-latitude Barrow GB
station, USA, located at 71.3◦ N, 156.6◦W, which is strongly
affected by the difference in the albedo parameter used in the
two products’ retrieval, especially in the northern polar area
(see Fig. 8). In the OFFL algorithm the effective albedo is
fitted, whereas the current NRTI retrieval uses a climatology
(Sect. 2.1). This issue will be extensively discussed in the
following paragraphs.
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Figure 7. The latitudinal dependency of the mean percentage differences: (a) Dobson and (b) Brewer from WOUDC, (c) SAOZ and
(d) Brewer from Eubrewnet, and their standard deviations for the two TROPOMI TOC products (blue line: OFFL; red line: NRTI).
The comparisons with SAOZ measurements (Fig. 6c, d)
reveal a mean bias below+1.5 % for most of the year in both
hemispheres, except for some pronounced larger differences
in polar spring. Due to the high SZAs, high natural variability
and poor temporal co-location underlying these differences
(twilight SAOZ measurement versus early afternoon satel-
lite overpass), pinpointing the exact cause of these features
requires a more elaborate analysis, outside the scope of the
current paper. The results are still within the product require-
ments.
Figure 6f shows the overall percentage differences of the
Brewer comparisons in the form of frequency histograms.
The distribution is normal for both products and a similar
distribution was seen for the comparison with the Dobson
and SAOZ measurements (not shown here). The overall bias
of the percentage differences and its standard deviation for
each GB instrument category is summarized in Table 2.
Figure 7 shows the latitudinal dependency of the percent-
age differences for the two TROPOMI TOC products, binned
in 10◦ latitude belts. In Fig. 7a Dobson GB measurements
from WOUDC are used, while in Fig. 7b the respective
Brewer comparisons are shown. Brewer GB measurements
are also used in Fig. 7d, but in this case they are individual
measurements from the Eubrewnet. Finally, in Fig. 7c the
latitudinal statistics for the SAOZ comparisons are shown. In
this figure only the temporally common co-location data se-
ries are used to ensure the comparability of the two curves.
As before, the error bars represent the 1σ standard devia-
tion of the means. The good consistency between the two
operational TROPOMI TOC products is evident for all lat-
itudes except for the Dobson comparisons in the 70–80◦ N
belt, where they deviate by up to 6 %. As already mentioned,
only one Dobson station provides co-locations for this lat-
itude belt: the Barrow station, which is located in Alaska,
USA, very close to the Beaufort Sea. For this particular sta-
tion the mean percentage difference of the OFFL product is
−0.62±3.17 %, while the NRTI mean percentage difference
goes up to +5.04±4.71 %. It was also found (but not shown
here) that taking the Barrow comparisons out of the data se-
ries results in a much better agreement between the NH time
series of the two algorithms than that seen in Fig. 6a. Af-
ter a detailed quality control (QC) of the GB station mea-
surements, we concluded that the difference seen in Fig. 7a
(70–80◦ N bin) is not due to the GB data. A further inves-
tigation using high-latitude Canadian Brewers showed that
this deviation between the two algorithms occurs in almost
all high-latitude stations in the Northern Hemisphere.
In Fig. 8, the albedo parameter used in each TOC product
retrieval (the same color code is applied for NRTI and OFFL
albedo) is plotted versus latitude, in 10◦ latitude bins, for four
distinctive seasons (Fig. 8a: December–February; Fig. 8b:
March–May; Fig. 8c: June–August; and Fig. 8d: September–
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Figure 8. The albedo parameter that was used in the TOC retrieval of the two TROPOMI products. The red dots and line represent the
surface albedo used in the NRTI algorithm. The blue squares and line represent the effective albedo used in the OFFL algorithm. The albedo
parameter is plotted versus latitude and averaged in 10◦ bins for four different seasons (a–d). Only cloudless co-locations (i.e., with cloud
fraction < 5 %) are considered for the plots.
November). It must be noted that in the NRTI algorithm a
surface albedo climatology is used, while the OFFL algo-
rithm uses a fitted effective albedo that is more realistic than a
climatological one in case of a sudden or localized snow fall,
for example, which is not necessarily present in the clima-
tology. In these plots only cloudless co-locations (i.e., with
cloud fraction < 5 %) are considered to ensure the compara-
bility between the surface and the effective albedo. The ab-
solute difference between the two albedo variables is most
cases stable and equal to about 0.1, indicating a very simi-
lar albedo climatology for the two products in the respective
midlatitude bins. Nevertheless, there are two exceptions: (a)
the SH latitude bin 60–70◦ S in the spring and autumn plots,
where three Dobson stations are located near the Antarctic
coast and (b) the latitude bin 70–80◦ N in the spring and sum-
mer plots. The albedo near the Antarctic coast is quite vari-
able during spring and autumn, and the absolute difference
in albedos used in the OFFL and NRTI TOC retrievals can
be up to 0.3. For the high northern latitudes during spring
and summer, the absolute difference in the albedos used in
the two algorithms goes up to 0.8. The latter results in the
strong deviation between the two products’ TOCs for the re-
spective time period and latitude belt (as seen in Figs. 6a and
7a). Therefore, it is obvious that the effective albedo used in
the OFFL algorithm, which is closer to the real climatology
of the time period under study, leads to a more realistic TOC
product in northern high latitudes.
As for the TROPOMI NRTI algorithm, Inness et al. (2019)
found a similar deviation when comparing its TOC (v1.0.0)
data with the data assimilation system of the Copernicus At-
mosphere Monitoring Service (CAMS). The larger bias at
higher latitudes is caused by the use of the surface albedo
climatology, as shown by Loyola et al. (2019b). The current
operational NRTI algorithm uses a monthly surface albedo
climatology from OMI (Kleipool et al., 2008), but this clima-
tology is no longer representative of the actual snow and ice
surface conditions. For example, the OMI climatology does
not show snow and ice in the latitudes larger than 60◦ N dur-
ing April, but in 2018 this region was covered by snow, hence
wrong surface albedo causes an error that propagates into the
AMF calculation and thus the TOC. The next version of the
total ozone NRTI algorithm will use a novel albedo retrieval
algorithm that solves this problem, as presented by Loyola et
al. (2019b).
The latitudinal statistics (i.e., the statistics that come from
the binning of the percentage differences of the co-locations
in 10◦ latitude bins) of the comparisons seen in Fig. 7 are
summarized in Table 2 and show that the mean bias, rang-
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Figure 9. The diurnal variation in the TOC (in DU) measured by TROPOMI (a, c, e) NRTI product and (b, d, f) OFFL product and Brewer
spectrophotometers at three high-latitude northern and southern stations that are part of the Canadian Brewer Network. The maximum
distance for the co-locations is 10 km.
ing between −0.3 % and +1.5 %, is well within the prod-
uct requirements, with no systematic deviations between the
two products, except for at northern high latitudes. The mean
standard deviation of the mean differences calculated for
each latitude bin is also within the product requirements in
most comparisons, taking into account the GB instruments’
uncertainty. Indeed, the Mexico City, Mexico, (19.33◦ N,
−99.18◦ E) and Fairbanks, USA, (64.5◦ N, −147.89◦ E) sta-
tions, both equipped with Dobson spectrometers, are the
main reason for the high standard deviation of the 10–20◦ N
and the 60–70◦ N bins seen in Fig. 7a. In the respective plot
with Brewer comparisons (Fig. 7b), the high standard devi-
ation in the 60–70◦ N belts is caused by the Vindeln, Swe-
den, ground-based data (64.25◦ N, 19.77◦ E), which has a
high standard deviation, associated in the comparisons to the
satellite TOCs. As for the SAOZ mean percentage differ-
ences, the somewhat higher standard deviation of its com-
parisons is mainly due to remaining co-location mismatch
(especially temporal) and the relatively large weight of high-
latitude stations in the network, where large SZAs, varying
ground albedo and a very variable ozone field conspire to
complicate the comparisons. Therefore, the high values of
the standard deviation seen in Table 2 should not be entirely
attributed to the TOC products’ variability.
Since individual measurements of TOC are also available
for this work, the diurnal variation in the TOC (in DU) as
it is recorded by TROPOMI (red dots) and six Brewer spec-
trophotometers (blue-green crosses) located at three Cana-
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Figure 10. The two TOC products of the TROPOMI sensor com-
pared to GB Dobson (a), Brewer (b) and SAOZ (c) measurements
versus the solar zenith angle of the satellite measurement (in de-
grees).
dian Brewer Network stations, is presented in Fig. 9. In the
left column (Fig. 9a, c and e) the TROPOMI NRTI product
is displayed, while in the right column (Fig. 9b, d and f) the
OFFL product is used. In Fig. 9a and b the GB measurements
are recorded on 11 June 2018, from two Brewers located at
Alert station, Canada. In Fig. 9c and d the measurements of
1 July 2018 performed by three Brewers at the station of
Eureka (also in Canada) are displayed, and in Fig. 9e and
f the measurements from the South Pole (Amundsen-Scott)
station, which is equipped with one Brewer, recorded on 24
November 2018, are shown. The satellite data are character-
ized by the interesting feature of the multiple orbits per day
in these high-latitude stations and the diurnal variation in the
TOC is nicely depicted by both types of instruments, satellite
and Brewer. The increased scatter of the TROPOMI NRTI
data for each orbit near Eureka station might be explained by
the less uniform terrain in this station, compared to the other
two stations. This particular figure is an added value to this
validation effort, since it confirms the quality, the credibility
and the sensitivity of both TROPOMI TOC products.
As mentioned above, the dependence of the comparisons
on various influence quantities was thoroughly inspected,
and some indicative features will be presented in the follow-
ing figures. Figure 10 shows the dependency of the percent-
age differences on satellite measurement SZA. In Fig. 10a
the Dobson comparisons are displayed, in Fig. 10b only
the Brewer comparisons coming from the NH co-locations
are used (both Dobson and Brewer from WOUDC) and in
Fig. 10c SAOZ measurements are the GB truth. For these
comparisons the percentage differences of the co-locations
are temporally common for the two data series (NRTI and
OFFL) and binned in 5◦ bins of SZA. The excellent consis-
tency between the two different TOC products is obvious,
especially for SZAs less than 70◦. The difference of the al-
gorithms and the mean bias of each product is more evident
in the Brewer comparisons in Fig. 10b, which show almost
no dependency on SZA. The about+3.5 % bias seen in panel
Fig. 10b for SZAs less than 5◦ is due to the very limited num-
ber of available measurements in that bin. The influence of
the SZA on the differences between TROPOMI and the Dob-
son and SAOZ measurements can be mainly attributed to the
GB measurements themselves. The stronger dependency on
SZA for the Dobson measurements is extensively discussed
in Garane et al. (2018) and attributed to the impact of the ef-
fective temperature variability on the GB measurements. The
SAOZ measurements are unaffected by variations in SZA or
effective temperature, thus Fig. 10 confirms that the satellite
data bias depends little on SZA (< 2 %), even up to very high
angles. The standard deviation of the differences increases
towards large SZAs for all types of GB measurements.
The effect of cloudiness, which is an important input pa-
rameter to the TROPOMI TOC algorithms, on the compar-
isons is seen in Fig. 11. It is clear that the two products are
not affected by the cloud top pressure (hPa, Fig. 11a) or the
cloud base height (km, Fig. 11b), especially for the bins with
a high number of co-locations (cloud top pressure> 200 hPa
and cloud base height < 12 km). No dependency on other
cloud-related quantities, such as cloud fraction, cloud optical
thickness (available in NRTI TOC product only), etc., was
found and no unexpected effect of other input parameters
(such as total air mass factor), fitting statistics or measure-
ment constants (like the CCD pixel of the sensor) was seen.
The effective temperature is the only exception in the gen-
erally very smooth picture, which when lower than 210 K or
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Figure 11. The dependency of the percentage differences of the two TOC products on cloud top pressure (a) and cloud base height (b).
Table 2. Statistical analysis of the overall (global) and the latitudinal mean bias and mean standard deviation of the NRTI and the OFFL TOC
products.
Overall statistics (in %) Latitudinal statistics (in %)
Mean bias Mean SD Mean bias Mean SD
Requirements 3.5–5.0 1.6–2.5 3.5–5.0 1.6–2.5
NRTI Brewer∗ 0.9 2.5 1.2 2.3
Dobson 1.5 3.8 1.5 3.3
SAOZ 0.5 4.8 0.6 4.1
OFFL Brewer∗ 0.3 2.4 0.7 2.2
Dobson 1.0 3.4 0.9 3.1
SAOZ −0.2 4.5 −0.3 4.0
∗ NH co-locations only.
higher than 250 K causes biases of up to ±4 %, especially
in the Dobson comparisons where it has a stronger effect, as
described in Koukouli et al. (2016).
Finally, in Table 2 the overall global statistics, as well as
the latitudinal statistics for the two TOC products and their
comparisons to Dobson, Brewer and SAOZ GB measure-
ments, are summarized. The mean bias of each dataset is
listed in this table, along with the mean standard deviation,
which is the mean of the standard deviations of the (global
or latitudinal) means. In all comparisons seen here the mean
bias of the two products is far below the requirements, not
exceeding +1.5 %. The mean standard deviation exceeds the
2.5 % limit for the Dobson and SAOZ comparisons, which
can be partially attributed to the GB measurements and their
sensitivity to various quantities, such as the effective temper-
ature for the Dobsons and their overall uncertainty budget
(including co-location mismatch).
4 Inter-sensor consistency
In this section, the same comparison to the WOUDC GB
measurements is applied to the TOC observations from
OMPS and GOME2A and GOME2B, to further assess the
quality of the TROPOMI TOC products with respect to other
sensors. In Sect. 4.1 the OFFL TOC product from TROPOMI
is compared to the OMPS/SUOMI-NPP TOC that is pro-
cessed with the ESA Ozone CCI GODFIT v4 algorithm,
while in Sect. 4.2 the NRTI TOC product is compared to
GOME2/Metop-A and Metop-B TOCs that were produced
with the EUMETSAT ACSAF GDP 4.8 algorithm. Hence,
as discussed in Sect. 2.1, the algorithms used in these sec-
tions are the same (in the OFFL to GODFIT v4 comparision)
or highly comparable (in the NRTI to GDP 4.8 comparison).
In Sect. 4.3 the TROPOMI TOCs are directly compared to
the other sensors to overcome the geographical limitations of
their comparison to GB measurements.
The aim of this part of the work is to show that the quality
of the TROPOMI TOC products is comparable to other well-
established spaceborne instruments.
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Figure 12. The time series of the percentage differences between TROPOMI OFFL and OMPS (processed with the GODFIT v4 algorithm)
TOC versus Dobson (a: NH; b: SH) and Brewer (c: NH) GB measurements from WOUDC. The blue line shows the TROPOMI OFFL TOC
comparisons and the red line depicts the OMPS comparisons to co-located GB measurements. The time series of the three sensors refer to
the same temporal range.
Figure 13. The latitudinal dependency of the percentage differences between the two satellite sensors’ TOC (TROPOMI OFFL and OMPS),
processed with the GODFIT v4 algorithm, and Dobson (a) and Brewer (b) GB measurements from WOUDC. The symbol colors are the
same as in Fig. 12.
4.1 The OFFL TROPOMI TOC product compared to
OMPS TOC processed with GODFIT v4
In the two following figures (Figs. 12 and 13) the TROPOMI
OFFL TOC is compared to temporally common OMPS/NPP
TOC measurements using the Brewer and Dobson spec-
trophotometer co-locations as reference. The blue and red
lines represent the TROPOMI OFFL and OMPS GODFIT v4
TOC comparisons to GB measurements, respectively. Fig-
ure 12 shows the monthly mean time series of the percent-
age differences between the two sensors and the co-located
GB measurements for the same temporal range. Figure 12a
and b show the Northern Hemisphere and Southern Hemi-
sphere comparisons to WOUDC Dobson GB measurements,
whereas in Fig. 12c the Northern Hemisphere WOUDC
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Brewer comparisons are shown. The inter-sensor consistency
is highly satisfying in terms of pattern. The enhanced annual
variability for the Dobson comparisons is obvious here as
well as in Fig. 6. The difference in the overall mean bias be-
tween TROPOMI and OMPS is less than 0.7 % for the NH,
while in the SH the two sensors are almost identical. As for
the mean standard deviation, TROPOMI has, in all cases, a
lower variability in comparison to OMPS, which is within
the product requirements, especially in the NH. One more
interesting feature seen in Fig. 12a and c, is that for the NH
comparisons the deviation between TROPOMI and OMPS
seems to have a seasonality depending on the GB instrument
type: for the Dobson comparisons the deviation is smaller in
the summer months (June–August) and for the Brewer the
same is true in winter months (November–February). Nev-
ertheless, since we have only 1 year of available data, no
solid conclusions about seasonality in the differences can be
drawn.
Figure 13 shows the same temporally common co-
locations for the two sensors but as a function of latitude. The
comparisons to Dobson GB measurements and to Brewer GB
measurements are shown in Fig. 13a and b, respectively. The
latitudinal dependency is nearly the same for both sensors,
which proves the good quality of the TROPOMI OFFL TOC
measurements at all measurement sites, since the TOC from
the OMPS instrument was repeatedly validated during its op-
erational period. The inter-sensor consistency is very good
in the midlatitudes of both hemispheres and in the NH high
latitudes. This is likely because of (i) the higher number of
stations (therefore co-locations) in these areas and (ii) the
less variable atmospheric conditions in this part of the globe.
Finally, in the NH, especially above 30◦ N, the TROPOMI
OFFL TOC measurements are lower than those of the OMPS
by 0.5 %–1 %, depending on the GB instrument type, which
is a minor difference.
4.2 The NRTI TROPOMI product compared to
GOME2/Metop-A and GOME2/Metop-B TOC
processed with GDP 4.8
In line with the previous section, the inter-sensor consistency
between the TROPOMI NRTI TOC and the GOME2/Metop-
A and Metop-B (hereafter referred to as GOME2A and
GOME2B) TOCs processed with the GDP 4.8 algorithm, is
examined. The latter sensors were previously successfully
validated and their validation report is published in Kouk-
ouli et al. (2015b). In the following figures the comparisons
of the sensors to GB data are symbolized with a blue line
for TROPOMI, green line for the GOME2A and orange line
for the GOME2B percentage differences. Figures 14 and 15
show the time series and the latitudinal dependency of the
comparisons, for the same temporal range and for common
co-locations only, in accordance with the previous section.
In Fig. 14a, a quite different behavior is seen between
TROPOMI and the other two sensors when compared to
Dobson measurements in the NH. This can be attributed
to the high overestimation of the NRTI TOC coming from
the 70–80◦ N latitude bin that was previously discussed in
Sect. 3. In the latitudinal dependency of the comparisons,
seen in Fig. 15, a very good agreement between the three
sensors is obvious in the NH, with deviations of up to ±1 %.
The only exception is the highest latitude bin of the Dobson
comparisons, as also seen in Fig. 7a. One would expect that
since the NRTI product calculation is based on the GDP 4.x
algorithm, the differences between the three sensors should
be minor. However, the two algorithms (GDP 4.8 and NRTI)
are different in some aspects, such as the surface albedo cli-
matology used for the TOC retrievals, which is the main rea-
son for the deviations discussed above. The other important
updates are briefly discussed in Sect. 2.1.1 and are summa-
rized in Table 3. Furthermore, it was found that the deviation
between the two algorithms in this particular latitude bin is
almost eliminated when TROPOMI data acquired during the
commissioning phase of its operation are excluded from the
dataset (not shown here). This is in line with the work of
Inness et al. (2019) that detected enhanced discrepancies be-
tween TROPOMI NRTI TOC and other sensors in the high
northern latitudes for this particular time period, when a lot
of in-flight calibration and testing took place. Unfortunately,
the 6 % difference between the NRTI and OFFL products in
this area (Fig. 7a) is only reduced to 5 % when the same tem-
poral restriction is applied.
The inter-sensor consistency is very good for the time
series of the Brewer and the SH Dobson comparisons
(Fig. 14c, b). The difference in the three sensors’ mean bias
is about ±0.7 % in both hemispheres and for both types of
GB instruments. For the TROPOMI NRTI TOC product, the
mean standard deviation of the comparisons is in all cases
lower than that of the other two sensors used in this valida-
tion exercise, proving its good quality and its stability during
this first year of operation. The seasonality pattern, already
thoroughly discussed above, is evident here as well, mainly
for the Dobson comparisons.
To summarize the results of Sect. 4.1 and 4.2, the statis-
tical analysis of the comparisons between the four sensors
(TROPOMI, OMPS, GOME2A and GOME2B) are shown
in Table 4, where the differences of the mean bias between
TROPOMI and GOME2A, GOME2B, or OMPS are shown
along with the differences in mean standard deviation for
each pair of sensors.
4.3 Direct satellite-to-satellite comparison
In this section we briefly present direct global TOC com-
parisons between TROPOMI and other UV–VIS sensors to
directly exploit the global extent of the satellite-to-satellite
comparisons, something not possible using only the GB mea-
surements, due to their limited geographical coverage, es-
pecially in regions like the poles. The comparisons shown
below are against the following sensors, already presented
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Figure 14. As in Fig. 12 but for the time series of the percentage differences between TROPOMI NRTI (blue line), GOME2A (green line)
and GOME2B (orange line); the latter two are processed with the GDP 4.8 algorithm.
Figure 15. As in Fig. 13 but for the TROPOMI NRTI (blue line), GOME2a (green line) and GOME 2b (orange line) comparisons.
in the previous sections: (i) the NRTI TOC product will be
compared to GOME2A and GOME2B processed with the
GDP 4.8 algorithm and (ii) the OFFL TOC will be compared
to OMPS processed with the GODFIT v4, as before. Addi-
tionally, since the GOME2A and GOME2B sensors are the
European predecessors of TROPOMI, the OFFL TOC will
be also compared to their measurements processed with the
GODFIT v4 algorithm, as part of the C3S climate total ozone
record production. The TOC datasets from the other sen-
sors are restricted to the time period of the TROPOMI/S5P,
namely from November 2017 to November 2018.
Daily NRTI observations, as well as the correspond-
ing GOME2A/2B data records, were averaged on 2.5◦×
2.5◦ latitude–longitude grid, while the OFFL data, and cor-
responding GOME2A/2B and OMPS data records, were
placed on a 0.5◦× 1.0◦ grid. For each pair of instruments,
daily gridded relative differences were then computed for
every grid cell containing measurements and all those daily
difference grids were then either averaged in time to have a
global representation of the spatial patterns of the differences
(as shown in Fig. 16) or also averaged in space for certain lat-
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Table 3. Summary of the main differences between the TROPOMI NRTI and GOME2 GDP4.8 algorithm.
Sensor and algorithm
Variable GOME2/GDP4.8 TROPOMI NRTI
A priori profile McPeters et al. (2012),
climatology
McPeters et al. (2012) climatology
Ziemke et al. (2011) tropospheric
climatology
Cloud data GOME2 CRB cloud product TROPOMI CAL cloud product
Surface albedo Koelemeijer et al. (2003) Kleipool et al. (2008) (median at the
poles)
Wavelength for AMF 325.5 nm 328.2 nm
Table 4. The statistical analysis of the differences in percent be-
tween the two TROPOMI TOC products and the respective sensors
to which they were compared to, as discussed in Sect. 4.1 and 4.2.
TROPOMI NRTI GOME2A
Compared to NH SH
Differences in Mean bias SD Mean bias SD
Dobson +0.7 −0.0 −0.4 −1.1
Brewer +0.4 −0.4 – –
TROPOMI NRTI GOME2B
Compared to NH SH
Differences in Mean bias SD Mean bias SD
Dobson −0.1 −0.0 −0.1 −1.1
Brewer −0.3 −0.2 – –
TROPOMI OFFL OMPS
Compared to NH SH
Differences in Mean bias SD Mean bias SD
Dobson +0.7 −0.2 −0.3 −0.1
Brewer −0.6 −0.2 – –
itudes bands. As such, Fig. 17 shows the gridded differences
as a monthly mean time series for selected zonal belts.
In more detail, Fig. 16 shows the global distribution
of the relative percentage differences between TROPOMI
OFFL TOC and GOME2A (Fig. 16a), GOME2B (Fig. 16c)
and OMPS (Fig. 16e) GODFIT v4 TOCs and between
the TROPOMI NRTI TOC product and the GOME2A and
GOME2B GDP4.8 TOCs in Fig. 16b and d, respectively. In
general, total ozone columns from different satellite instru-
ments agree quite well, especially at low and midlatitudes.
The magnitude of those differences appear to be slightly
smaller for the OFFL product than for the NRTI data, high-
lighting a better inter-sensor consistency. Differences tend to
increase at higher latitudes where the more extreme geophys-
ical conditions (large ozone optical depth, high variability
in surface reflectivity, large observation angles) make the re-
trievals less accurate.
The OFFL product (Fig. 16, left column) appears to have
a variable correlation to the other three sensors:
i. Compared to GOME2A (Fig. 16a), differences are gen-
erally very small (<±0.5 %). They are slightly larger
only in high southern latitudes where they reach around
−2 %.
ii. Compared to GOME2B (Fig. 16c), TROPOMI is biased
slightly low with mean differences systematically neg-
ative, but generally smaller than −1 % at low latitudes
and midlatitudes. Again, they slightly increase (up to
−1.5 %) in polar regions.
iii. Compared to OMPS (Fig. 16e), differences are also rea-
sonable with a similar order of magnitude. A clear hemi-
spheric pattern is visible, with negative differences in
the Northern Hemisphere increasing polewards up to
−1 % and positive differences in the Southern Hemi-
sphere also increasing polewards up to +2 %. This is
in agreement with the comparison of the two sensors
already shown in Fig. 13a. The origin of this latitudi-
nal dependence remains unclear but can possibly be at-
tributed to OMPS. The latter has a coarser spectral res-
olution than TROPOMI, which may lead to a reduced
information content in the retrieval.
On the contrary, the NRTI TOC product (Fig. 16, right col-
umn) has very similar behavior compared to both GOME2A
(Fig. 16b) and GOME2B (Fig. 16d):
i. The differences are mainly negative in the Northern
Hemisphere, going up to −2.5 % above 70◦ N.
ii. As an exception, in the 60–75◦ N latitude belt over
northern Europe, Asia and Alaska, the differences are
positive and reach +3.5 %. This result is also in agree-
ment with the differences between the TROPOMI and
GOME2A and GOME2B seen at this latitude belt in
Fig. 15a.
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Figure 16. Global maps of relative differences (in percentages) between TROPOMI OFFL TOC and GOME2A, GOME2B and OMPS
processed with GODFIT v4 (a, c, e). The respective relative percentage differences of the TROPOMI NRTI TOC product compared to
GOME2A and GOME2B, processed with GDP 4.8, are shown in (b, d).
iii. Positive differences in the range 0 % to +2.5 % are also
seen in the 0–60◦ S latitude belt.
iv. Finally, below 60◦ S the differences become negative
again and have a maximum difference of −5 %. This is
also seen in Fig. 15a but only between TROPOMI and
GOME2A comparisons to GB measurements.
Figure 17 shows the time series of the monthly mean
percentage differences between TROPOMI and GOME2A,
GOME2B and OMPS TOCs for five latitude belts: 90–50◦ N,
shown with the purple line and dots; 50–20◦ N, shown with
the red line and dots; 20◦ N–20◦ S, shown with the black line
and dots; 20–50◦ S, shown with the blue line and dots; and
50–90◦ S, shown with the cyan line and dots. To the left, the
TROPOMI OFFL TOC is compared to GOME2A (Fig. 17a),
GOME2B (Fig. 17c) and OMPS (Fig. 17e) processed with
GODFIT v4. In the right column of Fig. 17, the NRTI TOC
product of TROPOMI is compared to GOME2A (Fig. 17b)
and GOME2B (Fig. 17d) processed with the GDP 4.8 algo-
rithm.
The percentage differences of the OFFL TOC compared
to the other three sensors demonstrate great temporal stabil-
ity for every latitude belt, except for the belt south of 50◦ S
(cyan line), where the variability is stronger. Those plots con-
firm the conclusions drawn previously, with differences gen-
erally lower than ±1 % at low latitudes and midlatitudes and
slightly larger in polar regions. Recall also that the GOD-
FIT v4 GOME2A and GOME2B datasets are produced with
a Level 1b soft-calibration procedure, which introduces its
own inaccuracies (Lerot et al., 2014). This might explain
the slightly larger variability of the TROPOMI–GOME2A
differences in the 50–90◦ S bin and the larger TROPOMI–
GOME2B differences in August 2018. As shown in Fig. 16e
and Fig. 17e, the OMPS TOCs are lower than the TROPOMI
OFFL TOCs in the SH, where the cyan line shows differences
up to +2 % during the polar winter and spring.
The TROPOMI NRTI TOC percentage differences exhibit
a quite different behavior compared to the OFFL TOC prod-
uct. The variability of the monthly mean time series seen in
Fig. 17b and d, is more pronounced for all latitude belts ex-
cept for the tropics. Each latitude belt has a different temporal
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Figure 17. The time series of the percentage differences between TROPOMI and GOME2A, GOME2B and OMPS TOCs, for five latitude
belts: 90–50◦ N (purple line and dots), 50–20◦ N (red line and dots), 20◦ N–20◦ S (black line and dots), 20–50◦ S (blue line and dots),
50–90◦ S (cyan line and dots). In the left column, the TROPOMI OFFL TOC is compared to GOME2A (a), GOME2B (c) and OMPS
(e) processed with GODFIT v4. In the right column, the NRTI TOC product of TROPOMI is compared to GOME2A (b) and GOME2B
(d) processed with GDP 4.8.
dependency, which does not change when a different sensor
is used for the comparison to TROPOMI.
Despite the differences between the two algorithms that
emerged from this direct satellite-to-satellite comparison, it
should be stressed that the mean bias of the percentage dif-
ferences between TROPOMI and the other sensors is always
within the product requirements, reproduced as the yellow
and gray shaded areas in Fig. 17.
5 Summary and conclusions
In this work, the first year of total ozone measurements from
the TROPOMI/S5P instrument is validated against GB and
other satellite-borne instruments. The TROPOMI NRTI and
OFFL algorithms are described and the filtering criteria of
each product are listed. The GB instruments used for the
validation of the two products are (i) the WOUDC Dobson
and Brewer spectrophotometers, (ii) the Canadian Brewer
Network and Eubrewnet Brewer spectrophotometers, and
(iii) the ZSL-DOAS instruments from the SAOZ network
that were obtained from the LATMOS_RT (real time) fa-
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cility. We have shown that the best co-location criteria be-
tween the satellite-borne and direct-sun GB observations are
to limit (a) the spatial co-location search radius around the
stations to 10 km and (b) the temporal difference between
satellite and GB co-locations (in case of individual measure-
ments) to 40 min.
The two TROPOMI TOC products, NRTI and OFFL,
are validated against GB measurements, compared to the
GOME2/Metop-A and GOME2/Metop-B as well as OMPS
TOCs and are intercompared with one another. The most no-
table differences in the two algorithms may be explained by
the effect of fitting an effective albedo or using a fixed surface
albedo prescribed by climatology. The NRTI surface albedo
climatology is currently re-evaluated and expected to be up-
dated soon, which will most probably eliminate the devia-
tions between the two products in northern high latitudes.
Even so, the overall differences between NRTI and OFFL
TOC products are within ±1 %.
Further conclusions of this validation study can be sum-
marized as follows:
– Many influence quantities, such as SZA, clouds, CCD
pixel, etc. were investigated and no unexpected depen-
dencies were found.
– The diurnal variation in the TROPOMI TOC above
three polar GB stations was studied and was found to
be very consistent with the GB measurements.
– The inter-sensor consistency was found to be very sat-
isfying for both NRTI, compared to GOME2A and
GOME2B, and OFFL TOC, compared to GOME2A,
GOME2B, and OMPS measurements. The mean dif-
ferences between the TROPOMI TOC products and the
other sensors were generally less than±1 % at moderate
latitudes. As expected, they are slightly larger at higher
latitudes. The use of different surface albedo climatolo-
gies in the NRTI and GDP 4.8 algorithms also occasion-
ally leads to significant deviation between those prod-
ucts at high latitudes.
In conclusion, after an extended investigation of all the pa-
rameters that could possibly contribute to the validation re-
sults, it was seen that both TROPOMI/S5P TOC products,
NRTI and OFFL, are of high quality, very stable and consis-
tent with the rest of the sensors used in this study. Neverthe-
less, no estimation of the sensor’s long-term stability can be
made due to the short time span of its operation. The product
requirements (up to ±3.5–5 % for the mean bias) that were
established for the S5P Level 2 (L2) TOC product are met
when the mean bias of the comparisons is considered, be-
ing always less than ±1 % for the OFFL product and less
than ±1.5 % for the NRTI TOC product. As for the mean
of the standard deviations, for most comparisons it was also
within the product requirements (up to ±1.6–2.5 % for the
mean standard deviation), even though for some of the Dob-
son and the SAOZ comparisons it was found to be above that.
It should be noted here that the standard deviation of the com-
parisons should not be attributed totally to the satellite obser-
vations, since it also includes the GB measurement uncer-
tainties, as well as the effect of any possible co-location mis-
matches. As the time series of the comparisons extends and
even more GB stations contribute with QC and QA measure-
ments, it is expected that the overall picture of the standard
deviation of the comparisons will be upgraded. Furthermore,
the increase in the number of co-locations that is foreseen to
take place in the near future will give us the advantage of
choosing from all GB stations only those that can guarantee
a reliable long-term operation. As a result, the quality and
the statistical significance of the validation exercises will be
enhanced.
The European Space Agency (ESA) has established a ded-
icated S5P validation site, which is maintained by BIRA-
IASB, where one can find up-to-date validation reports
and comparison results: https://mpc-vdaf-server.tropomi.eu/
o3-total-column (last access: 6 September 2019).
Data availability. The Level 2 TROPOMI TOC datasets are
available at https://s5phub.copernicus.eu/ (last access: 6 Septem-
ber 2019) and https://s5pexp.copernicus.eu/ (last access: 6
September 2019) (TROPOMI OFFL TOC: https://doi.org/10.5270/
S5P-fqouvyz, last access: 6 September 2019). The Brewer and
Dobson daily datasets used in this work can be downloaded
from the WOUDC database (http://www.woudc.org, last access:
6 September 2019; WMO/GAW Ozone Monitoring Community,
2017, https://doi.org/10.14287/10000004, last access: 6 September
2019), while the individual Brewer measurements can be acquired
by the Eubrewnet site (http://rbcce.aemet.es/eubrewnet/, last access:
6 September 2019; Rimmer et al., 2018) and the Canadian Brewer
Network site (http://exp-studies.tor.ec.gc.ca/, last access: 6 Septem-
ber 2019). The SAOZ GB data are available at the NDACC database
(http://www.ndaccdemo.org/, last access: 6 September 2019) and
from http://saoz.obs.uvsq.fr/ (last access: 6 September 2019) (Pom-
mereau and Goutail, 1988). Rapid delivery SAOZ data are available
from the LATMOS real time (RT) facility at http://saoz.obs.uvsq.fr/
SAOZ-RT.html (last access: 6 September 2019) (Andrea Pazmino,
personal communication, 2018). The OMPS/NPP, GOME2/Metop-
A and GOME2/Metop-B TOC data processed by the ESA’s CCI
GODFIT v4 algorithm were made available by Christophe Lerot
(BIRA-IASB; personal communication, 2018; OMPS GODFIT v4:
https://doi.org/10.18758/71021044, last access: 6 September 2019).
The GOME2/Metop-A and GOME2/Metop-B are processed by
EUMETSAT’s ACSAF GDP4.8 algorithm and can be downloaded
from https://acsaf.org/products/oto_o3.html (last access: 6 Septem-
ber 2019) (http://dx.doi.org/10.15770/EUM_SAF_O3M_0009, last
access: 6 September 2019).
Supplement. The supplement related to this article is available on-
line at: https://doi.org/10.5194/amt-12-5263-2019-supplement.
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